Humidification in the intensive care unit.
In summary, current data indicate that body temperature cannot be controlled efficiently by changing inspired gas temperature. Inspired gas temperature should therefore be maintained at 32 degrees C to 34 degrees C for intubated patients and other efforts should be made to optimize body temperature.